[A comparative study of the "Levame" type extension splint and the "Low Profile" type extension splint: impact on therapeutic indications].
The most widely used dynamic extension systems, both to straighten the digital flexion retractions as well as to ensure directed mobilization after surgical repair of extensor tendons, are the so-called "Levame" and "Low Profile" splints. This study analysed the application of forces for these two types of extension splints, the directional constraints which they impose and freedom of joint movement which they allow in order to more clearly define the type of motorization to be used as a function of the most frequent indications.